The measurement reproducibility of the third generation of commercial optical coherence tomography, OCT-3 (StratusOCT, software ver. A2, Carl Zeiss Meditec Inc., Dublin, CA) was investigated. The nerve fiber layer (NFL) thickness, macula thickness map, and optic nerve head (ONH) parameters in normal eyes were studied. METHODS. Ten normal subjects were imaged six times (three before and three after dilation) per day, and the series was repeated on three different days. The order of the scans before pupil dilation was randomized in each of the 3 days of scanning. After pupil dilation, the scans were also randomized in each of the 3 days of scanning. Each series was performed separately for standard-density (128 A-scans per macular and ONH image and 256 A-scans per NFL image) and high-density (512 A-scans per image for all three scan types) scanning. RESULTS. The mean macular thickness was 235 Ϯ 9.8 m.
O ptical coherence tomography (OCT) is a noninvasive technique for high-resolution, cross-sectional tomographic imaging of tissue by measuring backscattered light. 1 OCT imaging is analogous to ultrasound B-mode imaging but uses light instead of sound. From multiple axial scans (A scans) at different transverse locations, a two-dimensional, cross-sectional image can be obtained. The advantage of OCT imaging is its high resolution, which is on the order of 10 to 15 m in the axial direction. [1] [2] [3] OCT has been demonstrated to be a valuable technique for detection and monitoring of a variety of macular diseases 4 -8 as well as glaucoma. 9 -11 In a previous studies, the reproducibility of measurements obtained with the first prototype OCT instrument 11 and with the first generations of commercial OCT instruments was investigated. [12] [13] [14] [15] [16] [17] These devices acquired 100 (transverse) ϫ 250 (axial) data points per image in the prototype version, and 100 (transverse) ϫ 500 (axial) data points per image in the first and second generation of OCT acquired in 1 second. 1, 3, 5, 9, 18 These studies showed that the OCT technology provides reproducible measurements of the thickness of the retinal layers. Recently, a third-generation OCT (StratusOCT, Carl Zeiss Meditec, Dublin, CA) was introduced and is currently in clinical use. StratusOCT provides images with 8-to 10-m axial resolution and a maximum of 512 transverse ϫ 1024 axial data points per image acquired in 1.25 seconds, as described in the user manual of the StratusOCT. Compared with previous generations of OCT systems, StratusOCT allows more A-scans to be acquired for increased image resolution. Increasing the number of A-scans produces an image with a high transverse pixel density, resulting in a better image quality, but increases the image acquisition time, which could lead to measurement errors due to eye motion. Also, the individual scan alignment necessary in the high-density scanning may introduce further errors due to the scan repositioning.
An essential quality in determining the utility of a device for clinical use is its measurement reproducibility. The goal of our present study was to determine the reproducibility of macular and nerve fiber layer (NFL) thickness, and optic nerve head (ONH) measurements obtained with OCT-3 in normal human eyes before and after pupil dilation. We also investigated the
Image and Data Processing
The OCT images were obtained using the StratusOCT, with a typical 2-mm deep, 6-mm wide image used for macular and optic disc scans and a 3.4-mm diameter circumpapillary image used for the NFL scans. The StratusOCT performed 400 A-scans per second and could generate OCT images composed of different numbers of A-scans. Imaging was performed at two different transverse scan densities: standard density (high-speed acquisition) and high density (lower-speed acquisition). For each session, the scans were aligned guided by the fundus image provided by the OCT system. The OCT system did not allow additional alignment between visits. The macular scan is composed of six linear scans centered at the fovea equally spaced 30°apart. The ONH scan is similarly obtained from six linear scans centered on the ONH. For the NFL scans, three consecutive circles, with a diameter of 3.4 mm, 11 centered on the ONH were acquired. All the standard scan types for the fast speed acquisition were attained simultaneously. For highdensity scan types, each scan (each of the six lines and each of the three circles) was acquired sequentially after the scanner was repositioned before each acquisition. Internal fixation was used for all scan types. A description of all the scans performed as well as the scanning parameters is presented in Table 1 . The OCT images were automatically analyzed with the StratusOCT software (ver. A2; Carl Zeiss Meditec), to segment the retinal layers and quantitatively measure retinal morphology. Only good-quality scans with uniform OCT signal distribution along the entire image (an OCT expert examined the entire scan for uniform signal intensity along the highly reflective retinal layers such as NFL and RPE, as previously described Ishikawa H, et al. IOVS 2003;44:ARVO Abstract 3358) and without overt algorithm failure in detecting the retinal borders were included in the study.
For the macular thickness map analysis an Early Treatment Diabetic Retinopathy Study (ETDRS)-like map was generated, 19 and center foveal thickness and total macular volume were automatically determined by the OCT software and analyzed by using data from all six linear scans. The ETDRS-like map was made of nine sectoral thickness values in three concentric circles obtained from interpolation of the six linear scans, with diameters of 1, 3, and 6 mm (Fig. 1) . The sectoral measurements in the retinal thickness map were calculated from the averaged data from the six individual scans. 16 From the sectoral measurements of the macular thickness map, we also calculated the mean macular thickness. 20 Considering the distribution of the OCT scanning pattern for the macula, we calculated weighted mean macular thickness as MeanMac ϭ mac5 36 ϩ mac2 ϩ mac4 ϩ mac6 ϩ mac8 18
where mac is the sector of the macular map and the numbers represent the sectoral area as follows: mac5, the center; mac2, -4, -6, and -8, the medial ring; and mac1, -3, -7, and -9, the outer ring ( Fig. 1 ). All the macular measurements are given in micrometers, except the macular volume, which is in cubic millimeters. From each circular scan for NFL thickness analysis, a mean NFL thickness, four quadrant NFL thicknesses and 12 clock-hour NFL thicknesses were generated automatically by the OCT software. For NFL thickness analysis, the three scans were analyzed independently, and the inter-and intravisit reproducibility was calculated.
ONH parameters were automatically derived by the OCT software from the six linear scans. 18, 21 The machine automatically determined the edge of the ONH as the end of the retinal pigment epithelium (RPE)-choriocapillaris layer. A straight line connected the edges of the RPE-choriocapillaris, and a parallel line was aligned 150 m anteriorly. Structures below this line were defined as the disc cup, and above this line was the neuroretinal rim. For definition of 10 global parameters, automatically determined by StratusOCT that were included in the reproducibility study, see Table 5 .
Study Protocol
Ten normal subjects, were scanned three consecutive times on the first day (three sessions) with each of the following: macular scans, NFL scans, and ONH scans before dilation and three additional times for each scan type after dilation. Similarly, all the subjects were scanned on two additional days within 5 months. The order of the undilated scans of all types and the order of the dilated scans for each subject was randomized in each of the 3 days of scanning and among days. Each eye was scanned with both standard-and high-density scanning in each of the 3 days of the scanning. The order of the standard and highdensity scans was also randomized per day and among days.
Statistical Analysis
Only one eye per subject was included in this study. The eyes were analyzed, adjusting them so that the macular map sectors and the clock hours for NFL could be appropriately assessed. In macula tables, sectors 1 and 2 represented the nasal quadrant and 8 and 9 represented the temporal quadrant. In the NFL tables for clock hours, 1:00 to 5:00 represented the nasal clock hours and 7:00 to 11:00 represented the temporal clock hours. All data presented (all OCT macular, NFL, and ONH parameters described earlier for all sessions, all days, and all the subjects imaged in the study) were age corrected, although age was not a statistically significant parameter for all variables. Age-adjusted variance components analysis with random-effects mixed models were used to determine intraclass correlation coefficients (ICCs) and intervisit (within-subject between-dates) and intravisit (within-subject within-date) standard deviations as measures of reproducibility. As four of these models did not converge because of low variance in our data set (cells marked with * in Table 6 ), variance components models that did not adjust for age were used to determine the ICCs and the SDs in question. In all models, the measured parameter given by OCT was considered to have three variance components: intersubject, intervisit, and intravisit. The ICC was the ratio of the intersubject component of the variance to the total variance. We calculated the intersubject standard deviation by taking the square root of the intersubject component of variance and the intrasubject standard deviation by taking the square root of the residual, or error, component of the variance.
Mixed models were also used to evaluate the effect of dilation and scan density on the reproducibility for each retinal and NFL thickness and ONH parameter separately. Each model was adjusted for age. Random effects were used to adjust for the fact that subjects' eyes were scanned multiple times per day, on multiple days, both dilated and undilated, and with both standard-and high-density scanning. We used the thickness measurements for each NFL and macula parameter and the value for each ONH measure as our dependent (outcome) variables. Possible interactions between scanning density and dilation status were tested by including the interaction term and the two main effects in the model. These analyses were performed separately on each of the 12 macular thicknesses, 17 NFL thicknesses, and 10 ONH thicknesses, with the thickness parameter used as the dependent variable, and dilation, scan density, their interaction, and age as the independent variables. If the interaction was significant, no further analysis was performed. If the interaction was not significant, the main effects of density and dilation were tested for significance. For all analyses statistical software was used (Proc Mixed feature; SAS ver. 8; SAS Institute, Cary, NC). The effects and interactions were considered statistically significant at P Ͻ 0.05. In our mixed model, we did not consider a variance component for scanner-repositioning error in highdensity scanning, but this error was considered to be indirectly part of the measurement's variability reported as SD.
RESULTS

Subject Characteristics
We studied 10 eyes of 10 normal subjects. The mean age was 30.5 Ϯ 7.4 (range, 23-43) years. There were four women and six men. Eight subjects were white. OCT was well tolerated by all subjects on all visits.
Included and Excluded Scans
One scan session was excluded from the macular analysis and two scan sessions from the NFL analysis due to algorithm failure. One NFL session was excluded due to poor scan quality. One subject was excluded from ONH analysis due to elevation of the optic disc in a hypermetropic eye.
In all NFL scans the NFL thickness profiles had the characteristic double-hump pattern previously described as the normal NFL pattern. 9, 12, 22 In all ONH scans used in this study, the automated detection of the RPE ends of each of the ONH scans was performed correctly by StratusOCT without the need for operator intervention.
Macular Thickness
There was no effect of scan density or dilation on measured overall macular thickness. The difference between before and after dilation was less than 2 m for all parameters except sector 5 (the central sector), which was 4 m. Selected results for mean macular thickness are presented in Table 2 , and the corresponding sectoral results are presented in Figure 2 . A summary of the ICCs and SDs for mean macular thickness, macular volume, and sectoral analysis is presented in Table 3 .
The center foveal thickness standard scanning showed higher values than high-density scanning. Moreover, central foveal thickness was higher after dilation than before dilation. The ICCs for central foveal thickness measurements were 28% to 71% and the SDs were 6 to 21 m. The best reproducibility for center foveal thickness was found for undilated high-density scanning, with the highest ICCs (71%) and lowest SDs (intravisit SD ϭ 6 m and intervisit SD ϭ 12 m).
Standard Density. The ICC for the mean macular thickness after dilation (88%) was only 2% higher than before dila- Data represent the thickness of the central area of the macular map and center foveal thickness for all 10 normal subjects, for standard and high-density scanning, before and after dilation. tion. The results were similar for macular volume ( Table 3 ). The ICCs before dilation for macular sectors (range, 51%-92%) were 3% to 18% higher than after dilation, except for the macular sectors mac3 and -9 (Table 3 ). In general, intervisit and intravisit SDs were similar before and after dilation, ranging from 1 to 8 m. High Density. The ICC for mean macular thickness was slightly higher after dilation (ICC ϭ 94%). Sectoral measurements showed similar ICCs and SDs before and after dilation, with ICCs 1% to 6% higher before dilation (range, 65%-96%), and the intra-and intervisit SDs of 1 to 7 m, except for the sectors mac1, -2, and -7 (Table 3) .
Density and Dilation Effects. In our data set, we found no statistically significant interactions between scan density and dilation effects on reproducibility. Density had a considerable effect on the reproducibility results for mean macula and total volume and for sectors mac3, -4, -8, and -9. Thus, with higher ICCs and lower SDs, the high-density scanning showed considerably better reproducibility of macular thickness parameters.
RNFL Thickness
The overall mean NFL thickness was higher for the standarddensity scanning (98 -99 Ϯ 9 m) than the high-density scanning (94 Ϯ 8 m) both before and after dilation. The overall quadrant and clock hour values after dilation for both standardand high-density scanning are presented in Figure 3 . Inter-and intravisit SDs for NFL quadrants and clock hours with both FIGURE 2. Sectoral macular thicknesses (m) overall for the 10 normal subjects, after dilation, for standard-density scanning (A), and high-density scanning (B). The numbers in parentheses represent standard deviations. Data are for standard and high-density scanning, before and after dilation. All the macular SD measurements are given in micrometers except the macular volume, which is in cubic millimeters. Sectors named mac1 and -2 represent the nasal side of the macula, mac3 and -4 the superior side, mac5 the center macula, mac6 and -7 the inferior side, and mac8 and -9 the inferior side.
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StratusOCT Reproducibility of NFL, Macula, and Optic Nerve 1719 standard-and high-density scanning, before dilation, are presented in Table 4 and Figure 4 and after dilation in Table 4 and Figure 5 . Standard Density. Nasal and temporal quadrants showed the thinnest NFL (70 Ϯ 15 m), with similar values before and after dilation. Superior and inferior quadrants were thicker (126 Ϯ 15 m). Dilation had no effect on measured thickness in any of the NFL quadrants. The ICCs for mean NFL before and after dilation were similar (83% before dilation, 4% higher than after dilation). The ICCs for the NFL quadrants were higher after dilation, ranging between 71% and 84%, with the excep- Data are for mean NFL thickness in quadrants for standard and high-density, before and after dilation. The three NFL scans in each scan session were not averaged. tion of the superior quadrant (ICC was 79% before and 75% after dilation).
High-Density. Nasal and temporal quadrants showed the thinnest NFL and had similar values before and after dilation (65-70 Ϯ 14 m). Superior and inferior quadrants were thicker (120 Ϯ 15 m). The ICC for the mean NFL before and after dilation was 79%. The ICCs for the NFL quadrants were higher before dilation, and the values ranged between 71% and 80%, except for the nasal quadrant (60% and 68% before and after dilation). The ICCs for the clock hour positions were inconsistent, with the highest either before or after dilation for the various clock hour positions (Fig. 5) .
Density and Dilation Effects. The effects of density and dilation showed a statistically significant interaction (P Ͻ 0.05) for mean NFL, inferior quadrant, and clock hours 3, 4, 5, 6, 9, and 11. In the case of a statistically significant interaction, the effects of density and dilation must be described separately for each category: scan density and dilation. For parameters without interaction effects, the reproducibility tended to be better with dilated, standard scanning (Table 4) , except for the superior quadrant, which was better with standard scanning before dilation. The effect of dilation and density on the NFL quadrants and clock hours was inconsistent. A density effect was found in all clock hours, except for clock hour 10. A dilation effect was found at clock hour positions 8, 10, and 12. The clock hour positions 1 and 7 showed no effect. The difference in the reproducibility between standard-and high-density scanning, before and after dilation, was not more than 9% for all the NFL parameters.
For both standard-and high-density scanning the quadrants and clock hours intravisit SDs were lower than the intervisit SDs (Figs. 4, 5) . Most of the SDs for the quadrants and clock hours were lower after dilation than before dilation. The intravisit SDs ranged between 1 and 5 m before and after dilation and intervisit SDs ranged between 3 and 15 m before dilation and 3 and 8 m after dilation.
Mean NFL thickness from three consecutive scans (obtained as one value by averaging the three NFL scans per session) showed a 3% and 5% increase in ICCs, compared with nonaveraged mean NFL. For quadrants and clock hours, we noted in general a 3% and 13% increase in ICCs for the averaged NFL data compared with the nonaveraged data. The intervisit SDs were less than 1% lower and the intravisit SDs were 1% to 3% higher for the NFL averaged data than for the nonaveraged NFL data.
ONH Parameters
Mean results for all ONH parameters for dilated standard-and high-density scanning are presented in Table 5 . Table 6 presents ICCs and SDs for standard-and high-density scanning before and after dilation. A noteworthy effect on reproducibility between standard-and high-density scanning was found only for the horizontal integrated rim volume and a dilation effect was found only for both vertical integrated rim area and cup volume (topo).
Standard Density. Mean values for the 10 ONH parameters did not show any difference between undilated and dilated scans. The reproducibility (ICCs) for standard density after dilation was best for most ONH parameters (Table 6 ). For disc area, horizontal integrated rim volume, vertical integrated rim area and cup area (topo) the ICC was highest for standarddensity scanning, before dilation. Among all 10 ONH parameters, cup-to-disc area ratio (cdr) had the best ICCs (78% and 97% before and after dilation), and cup area (topo) (cat) the worst (65% and 45%).
High-Density. Reproducibility was better before than after dilation, but was markedly worse than for the standard-density scanning. The 10 ONH parameters did not show any difference between mean values before dilation (0.15-2.09) and after dilation (0.12-2.12). Among all 10 ONH parameters, the two parameters that had the highest ICCs were horizontal integrated rim width (area) (hirw) (85% and 73% before and after dilation) and vertical integrated rim area (volume) (vira) (92% and 58%). The lowest ICC was obtained for rim area (ra) (2.9% after dilation).
Density and Dilation Effects. Dilation and density showed mixed effects for ONH parameters, but no statistically significant interaction was found between the two. There was no dilation effect for any ONH parameters except vira, which showed better ICCs for standard scanning before dilation and for high-density scanning after dilation. No marked density effect was found for any ONH parameters except hirw, which showed a better ICC before dilation for both standard-and high-density scanning.
DISCUSSION
The third-generation commercial StratusOCT enables retinal thickness measurements with an axial resolution of 8 to 10 m and with a higher axial sampling rate (1024 per A-scan), greater transverse sampling density (up to 512 per linear scan), and a faster A-scan rate (400 A-scans/s), which are major advantages over previous generations of this technology. 1, 3, 5, 9, 18 The clin- The parameters are horizontal integrated rim width (area) defined as hirw, vertical integrated rim area (volume) as vira, disc area as da, cup area as ca, rim area as ra, cup/disc area ratio as cdr, cup/disc horizontal ratio as cdh, cup/disc vertical ratio as cdv, cup area (topo) as cat, cup volume (topo) as cvt. n ϭ 10.
ical utility of this instrument depends strongly on the reproducibility of its measurements. Consequently, the goal of this study was to characterize the reproducibility of the Stratus-OCT's measurements.
In the young group of normal eyes in this study, OCT gave values for mean macular thickness of 235 Ϯ 9.8 m (Table 2) , mean NFL thickness of 96 Ϯ 9 m (Fig. 3) , disc area of 2.13 Ϯ 0.4 m, and cup area of 0.66 Ϯ 0.5 m (Table 5) . High-density measurements for NFL thickness and ONH parameters tended to be lower than in standard-density scans, perhaps due to the higher accuracy of detection of the retinal posterior borders with the high-density scanning.
This study demonstrated that scan density and dilation must be considered when OCT is used as a diagnostic tool. Reproducibility was good for most of NFL, macula, and ONH parameters evaluated (standard-density scanning). All ICCs were greater than 50% for almost all measures (except high-density ONH), and most were in the 80% to 90% range or higher.
Reproducibility of the mean macular thickness and macular volume was not significantly affected by dilation. Mean macular thickness had the best ICC of 94%, intervisit SD of 2.4 m, and intravisit SD of 2.2 m for high-density dilated scanning (Table 3 ). In general, high-density scanning had higher ICCs and lower SDs, which are essential for accurate and reliable measurements of retinal thickness, perhaps because high-density scans allow more precise retinal border detection and segmentation. No effect of dilation on the reproducibility of macular parameters was found, probably either because fixation was easier for the subject in macular scans (primary gaze) than for NFL and ONH scans (nasal gaze) or because of the OCT software's ability to detect retinal borders more easily on the well-defined and relatively uniform retinal features of the macular region.
Very different results were found for center foveal thickness with much higher SDs and lower ICCs than any other macular parameter. The best reproducibility for center foveal thickness was found for high-density before dilation (ICC ϭ 71%) and lowest SDs (intravisit SD ϭ 6 m and intervisit SD ϭ 12 m). A similar trend was also noted for the center area of the macular map (mac5), which includes the foveal point. Massin et al. 17 found average reproducibility of central foveal thickness of 11 m in healthy subjects. This high variability is due to the large change in thickness between the foveal point and the thickest macula at the edge of the 1-mm center circle in the macular map. Therefore a small decentration of scans causes large variability in the measured thickness.
The NFL thickness analysis had inter-and intravisit SDs of 2 to 3 m or less for mean thickness and 15 m or less for each quadrant and clock hour (Table 4, Figs. 4, 5 ). There were interactions between scan density and dilation for some parameters. Reproducibility was best for dilated standard-density scanning. Similar results were found for nonaveraged and averaged NFL data and may indicate that good and reliable results can be obtained even for a single NFL scan, although further investigations are warranted.
The high-density scanning did not clearly show better reproducibility of the NFL measurements, contrary to the findings in the macular scan, perhaps because of the position of the scanned eye while the image was acquired. The macular scan is acquired in the primary-gaze position and thus is less prone to eye movement and scan placement variability. NFL scanning necessitates an eccentric fixation, which is more challenging for the scanned eye. Therefore, although the standard scanning provides a reduced number of sampling data it is balanced with a shorter acquisition duration that is less susceptible to eye movements.
For the ONH analysis, the reproducibility was best for dilated standard scanning for most parameters. The best reproducibility was found for cup-to-disc ratio (ICC ϭ 97%, with intervisit SD ϭ 0.04 m and intravisit SD ϭ 0.02 m; Table 6 ). ONH reproducibility was best for standard scanning, probably because the fast acquisition of the OCT images are less affected Table 5 . Age-adjusted random effects models were used to calculate ICCs and SDs. As four of these models did not converge due to low variance in our data (cells marked by *), variance components models that did not adjust for age were used to determine the ICCs and SDs in question. †Low ICC values, below 40%.
by the eye movements and scan placement, which may be because of the eccentric fixation while acquiring the image, as explained earlier. The global ONH parameters are determined by interpolation from the six linear scans through the disc. These six lines may or may not be adequate for an accurate topographical map used for quantitative measurements (due to small sample density over this area). In this study, we used the commercial StratusOCT optic disc scanning procedure. The number of scans required or permitted for ONH topography is not variable. The evaluation of the appropriateness of this ONH mapping technique was beyond the scope of the present study; however, we have already reported the similarity in disease discrimination of the OCT and confocal scanning laser ophthalmoscopic ONH mapping. 18 Koozekanani et al. 15 showed intrasession variation of approximately 11 m for overall macular thickness obtained with first-generation OCT. Our results for overall macular thickness showed best ICC of 94% and SD of 2.5 m for dilated highdensity scanning. The most recent publication regarding the reproducibility of the sectoral macular thickness map used the second generation of commercial OCT systems 17 and found ICCs of 89% to 99% and SDs of 7 to 14 m. We obtained ICCs of 86% to 95% and SDs of 2 to 6 m in most sectors with dilated high-density scanning.
In a similar age group of normal subjects (mean age, 28 Ϯ 5 years), a previous reproducibility study regarding NFL measurements with the prototype OCT, 11 showed an ICC of 56% and SD of 10 to 20 m for overall NFL thickness, an ICC of 24% to 64% and SD of 11 to 26 m for quadrants, and ICC of 19% to 68% and SD of 11 to 30 m for clock hours. A more recent publication by Jones et al. 12 showed SD of 6 m for mean NFL thickness, 10 m for quadrants, and 11 m for clock hours with OCT-2.
StratusOCT showed an SD of mean macular thickness measurements of 3 m. The inter-and intravisit SDs were approximately 4 m for mean NFL thickness, 7 m for quadrants, and 1 to 15 m for clock hours (Figs. 4, 5) . The lower the standard deviations of the measurements, the smaller the changes in retinal thickness that can be measured accurately. We found that the reproducibility of the third generation of this technology significantly improved for mean NFL thickness (ICC of 79% on normal subjects) and mean macular thickness. This further emphasizes the ability of the OCT technology to measure small changes accurately, potentially resulting in earlier detection of disease or its progression before the onset of functional changes.
Study Advantages and Limitations
Although a direct comparison with previously published results cannot be made because the investigated subjects are not the same, our results in normal subjects of similar age show higher ICCs and lower SDs, which might indicate an improvement in the reproducibility of macular and NFL thickness measurements compared with previous generations of this technology.
Our results were obtained on a young normal group of subjects (30.5 Ϯ 7 years). Caution should be used when applying these data to older subjects.
The protocol for standard scanning-fast acquisition (all six linear scans through macula or optic disc and the three circular scans for NFL acquired in a rapid automatic sequence) allows for decreased measurement variability, compared with highdensity scanning-slow acquisition (each of the scans are acquired consecutively after manual repositioning), which is more susceptible to fixation problems, eye movements, and scanner placement by the operator. Therefore, the variability of high-density scanning measurements was higher probably because of the addition of an operator-induced variability component.
In addition, the scans were not aligned between visits because the OCT did not provide this feature. This adds to the intervisit variability, which is a limitation of the present study. If an additional variance component were included in the analysis due to the scan alignment variability, the intervisit variability of the OCT system might be smaller than reported herein.
For several parameters, the dilation and density effects on the reproducibility were not statistically significant. Although the differences between the dilated and undilated and standard-and high-density ICCs and SDs were not large, the lack of significance may be due to lack of power. Nevertheless, for this type of study, it is impractical to obtain a larger sample size, because no power calculation can be performed.
CONCLUSIONS
StratusOCT demonstrated reproducible measurements for NFL thickness, macular thickness, and optic nerve head parameters. The present study showed an improvement in reproducibility of the mean NFL thickness measurements with the Stratus OCT when compared with findings in studies of earlier generations of this technology.
